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DISCRETE-PHASE  METHOD  FOR  THE  NONCONTACT  MEASUREMENT  OF  TURBINE 

BLADE  MEASUREMENTS 

I.  Ye.  Zablotskiy  and  Yu.  A.  Korostelev, 

Candidates  of  Technical  Sciences 

At  the  present  time  the  basic  method  for  the  measurement  of 
blade  vibrations  is  subjecting  them  to  strain  measurement.  Never- 
theless, strain  measurement  has  a number  of  serious  shortcomings, 
one  of  which  is  the  limited  number  of  blades  which  can  be  checked 
at  the  same  time.  As  an  example,  many  years  of  experience  show 
that  in  axial  compressors  the  stresses  in  the  different  rotor  blades 
in  the  case  of  forced  vibrations  can  differ  from  each  other  by 
3-4  times,  and  in  the  case  of  self-excited  vibrations  even  by  10-12 
times.  With  such  high  spreads  the  reliability  in  the  determination 
of  the  maximum  vibration-strain  in  a unit  based  on  the  results  of 
strain  measurement  of  10-20$  of  the  rotor  blades  is  not  great. 
Another  serious  shortcoming  of  strain  measurement  is  the  short 
lifetime  of  the  strain  gages,  conductors  and  slip  rings,  which 
leads  to  a strong  "stretching  out"  of  the  tests  in  time  as  a result 
of  the  frequent  reassembly  of  the  machines  for  the  reestablishment 
of  sensors,  replacement  of  the  slip  ring,  and  in  the  case  of  a lim- 
ited time  and  impossibility  of  reassembly  the  inadequate  number  of 
tests  which  are  carried  out. 


In  addition  to  these  basic  shortcomings,  it  is  also  possible 
to  point  out,  for  example,  the  complexity  of  strain  measurement  of 
compressors  of  high  pressure  cascades  on  multicascade  turbocompres- 
sor engines,  the  great  amount  of  work  involved  in  the  preparation 
of  the  strain  gages,  the  need  for  structural  changes  in  the  machine 
for  installation  of  the  slip  ring,  which  cannot  always  be  made, 
the  complexity  of  strain  measurement  of  aircraft  engines  under  flight 
conditions,  etc. 

All  these  shortcomings  forced  the  search  for  new  methods  of 
measurement,  primarily  the  so-called  noncontact  methods,  i.e.,  not 
connected  with  the  necessity  of  locating  the  sensors  on  rotating 
parts . 

Thus  the  English  firm  "Bristol  Siddeley"  has  developed  and  is 
making  wide  use  of  a method  of  measurement  with  the  help  of  a cas- 
cade with  frequency  modulation  [1].  The  idea  of  it  amounts  to  the 
following.  In  the  turbine  housing  above  the  rotor  blades  a zigzag 
conductor  is  mounted  which  has  a a pitch  of  approximately  2°  in 
the  arc  of  the  circumference  which  is  strictly  maintained.  Into 
the  face  of  the  blade  a magnet  is  pressed,  which  in  the  case  of 
intersection  of  the  turns  of  the  conductor  induces  in  it  a variable 
electrical  signal  with  a frequency  which  is  equal  to  the  number  of 
windings,  multiplied  by  the  number  of  revolutions.  In  the  case  of 
vibrations  of  the  blade  the  signal  is  modulated  in  frequency.  The 
depth  of  modulation  is  proportional  to  the  velocity  of  the  blade 
tip  in  its  vibrational  movement,  i.e.,  the  product  of  the  amplitude 
of  shifting  by  the  frequency  of  vibrations  Af.  As  confirmed  by 
E.  K.  Armstrong  [2],  the  parameter  Af  is  very  convenient  for  determ- 
ining the  degree  of  vibration  stess  of  blades,  since  the  fatigue 
limit,  defined  in  Af  units,  for  blades  of  the  most  diverse  config- 
uration has  practically  no  dependence  on  the  form  of  the  vibrations. 
The  firm  has  been  using  the  described  method  for  around  10  years 
mainly  for  measuring  the  vibrations  of  blades  of  the  second  stages 
of  two  stage  engines.  Usually  on  each  stage  it  is  possible  to 
mount  two-three  cascades,  and  thus  to  check  two-three  blades  on 
each  wheel.  The  shortcomings  of  this  method  are  the  small  (even 
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less  than  with  strain  measurement)  number  of  blades  which  are  check- 
ed, complexity  of  preparation,  and  temperature  limitations. 

Attempts  are  being  made  at  the  detection  and  rough  evaluation 
of  the  vibrations  of  blades  based  on  the  nature  of  the  noise  which 
is  given  off  by  the  vibrating  blades.  However,  the  separation  of 
the  noise  of  the  vibrations  of  the  blades  from  the  general  spectrum 
of  noises  of  the  engine  turns  out  to  be  so  complex  that  this  method 
does  not  have  wide  application. 

Evidently  for  obtaining  information  about  the  behavior  of  all, 
or  at  least  the  majority,  of  the  rotor  blades  it  is  necessary  to 
compress  the  information  channel  in  order  to  avoid  a large  amount 
of  measuring  and  recording  equipment.  One  of  such  methods  of  com- 
pression can  be  the  quantization  in  time,  which  is  used  widely  in 
telemetry,  of  the  signal  which  characterizes  the  magnitude  being 
measured . 

It  is  precisely  this  idea  which  is  the  basis  of  the  discrete- 
phase  method  of  measuring  the  vibrations  of  blades,  the  essence  of 
which  is  reduced  to  the  fact  that  the  measurement  is  not  carried 
out  continuously,  but  only  at  the  moment  of  passage  of  the  blade 
past  a pair  of  sensors,  installed  rigidly  in  the  housing  of  the 
turbine.  This  makes  it  possible  to  check  all  the  rotor  blades  with- 
out exception. 

In  our  country  several  devices  have  been  developed  which  use 
this  method  of  measurement.  They  are  finding  all  the  more  applica- 
tion in  the  investigation  and  final  adjustment  of  axial  compressors 
for  aircraft  engines.  The  most  widely  used  is  the  electron-beam 
device  for  the  recording  of  amplitude  of  vibrations  of  blades 
(ELURA)  [3/1YPA]*. 

•Work  on  the  development  of  similar  devices  is  being  carried  out 
abroad  [4-6]. 

The  principle  of  operation  of  the  ELURA  device  is  the  follow- 
ing. On  the  disk  of  the  turbine  wheel  or  on  any  other  disk  sitting 

on  the  same  shaft  with  the  wheel  there  are  exciters  k, , k„,  ...,  k 

i d z 

with  an  angular  pitch  equal  to  the  pitch  of  the  blades  (Fig.  1,  a). 
The  exciters  can  be  made  in  the  form  of  steel  pins,  teeth-slots  or 
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Figure  1.  Arrangement  for  measuring  the  amplitude  of  shifts  of 
blade  tips  (a)  and  a block-diagram  of  the  ELURA  device  (b). 


openings.  Mounted  opposite  the  exciters  on  the  fixed  part  of  the 
turbine  is  a pulse  sensor  D.  HA  ]j  generating  a pulse  at  the  moment 
the  exciter  passes  it.  In  the  housing  of  the  turbine  above  the 
wheel  there  is  still  another  sensor  Dp  CAn]  mounted.  It  generates 
a pulse  at  the  moment  that  the  blade  tip  passes  it. 

The  pulse  from  sensor  triggers  the  braked  sawtooth-voltage 
generator  (line  generator  GS  [rc]J.  The  signal  from  the  output  of 
the  generator  is  fed  to  the  vertical  deflector  plates  of  the  elec- 
tron-beam tube,  forcing  the  beam  to  be  shifted  at  a constant  rate 
over  the  screen  and  to  draw  a vertical  line-row. 

The  signal  from  sensor  Dp  is  shaped  into  a short  positive 
pulse  by  the  mark  pulse  generator  GM  [TM]  and  is  fed  to  the  modula- 
tor of  the  electron-beam  tube,  intensifying  at  this  moment  the 
brightness  of  luminescence  of  the  beam.  As  a result,  at  the  moment 
the  blade  tip  passes  the  sensor  Dp  a bright  point-mark  M appears  on 
the  line. 

The  distance  x from  the  beginning  of  the  row  to  the  mark  is 
proportional  to  the  time  interval  x between  the  pulses  of  the  sen- 
sors D.  and  D 
k p 

> (1) 
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where  V - rate  of  movement  of  the  beam  over  the  screen, 
c 

In  turn  the  time  interval  t is  proportional  to  the  path  S which 
the  blade  tip  should  cover  up  to  sensor  D , after  the  exciter  k has 
moved  past  sensor 


where  u^  - tip  speed  of  the  blade  tip. 

Substituting  x from  expression  (2)  into  expression  (1),  we 
obtain* 


X 


(3) 


*Here  and  everwhere  subsequently  a simplified  mathematical  descrip- 
tion of  the  method  is  given. 


Let  us  assume  that  on  the  wheel  there  is  only  one  exciter  and 
one  blade.  If  the  blade  does  not  vibrate,  the  distance  S with  each 
revolution  of  the  wheel  is  the  same,  and  at  a constant  rate  of  ro- 
tation the  mark  will  appear  at  the  same  distance  from  the  beginning 
of  the  row. 

If  in  the  case  of  vibrations  with  each  revolution  the  blade 

approaches  the  sensors  with  different  displacement,  the  marks  will 

appear  at  different  distances  from  the  beginning  of  the  row,  and 

the  extreme  right  position  of  the  blade  will  correspond  to  the 

minimum  distance  to  the  mark  x . , and  the  extreme  left  - to  the 

min’ 

maximum  - x . 

max 

Marks  corresponding  to  an  intermediate  position  of  the  blade 
are  located  within  this  range,  forming  a clear  line,  the  length  of 
which 


I — (^imi  *inin) 


(4) 


Thus,  knowing  the  rate  of  movement  of  the  beam  and  the  tip 
speed  of  the  wheel  u^,  based  on  the  length  of  the  bright  line  it  Is 
possible  to  determine  the  amplitude  of  vibrations  of  the  blade  tip. 
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In  the  ELURA-3M  device  the  line  generator  is  made  in  such  a way  that 
the  rate  of  movement  of  the  beam  changes  in  proportion  to  the  number 
of  revolutions  of  the  wheel,  therefore  with  a change  of  revolutions 
the  scale  of  the  image  remains  constant 


Everything  stated  above  is  valid  if  the  blade,  with  each  rev- 
olution of  the  wheel,  arrives  at  the  sensors  in  different  phases, 
i.e.,  if  the  frequency  of  vibrations  is  not  a multiple  to  the  num- 
ber of  revolutions.  In  the  case  of  precise  multiplicity,  the  method 
in  the  form  as  it  is  described  here  is  not  suitable.  Here  it  is 
important  to  note  that  measurement  is  impossible  only  in  the  case 
of  precise  multiplicity  of  the  frequency  of  vibrations  and  the  num- 
ber of  revolutions,  since  any,  even  very  small,  deviation  from 
multiplicity  leads  to  a change  in  the  phase  of  vibrations  at  the 
point  where  the  sensors  are  installed.  A case  of  precise  multiplic- 
ity is  possible  only  when  there  is  a bond  between  the  frequency  of 
vibrations  and  the  number  of  revolutions  of  the  wheel.  Vibrations 
of  the  blades  at  a frequency,  connected  with  the  number  of  revolu- 
tions, is  observed  in  the  case  of  forced  vibrations  when  they  are 
excited  by  a fixed  irregularity  of  flow.  Forced  vibrations  with 
excitation  from  a rotating  disruption,  self-excited  vibrations, 
vibrations  of  the  buffeting  type,  and  others  occur  with  frequencies 
which  are  not  connected  with  the  number  of  revolutions  (usually  this 
is  one  of  the  natural  frequencies  of  the  blade),  and  their  ampli- 
tudes can  be  measured  as  described  above.  The  method  of  measurement 
of  vibrations  with  a frequency  which  is  a multiple  to  the  number 
of  revolutions  has  certain  special  features  which  will  not  be  con- 
sidered here. 

For  the  separation  of  information  which  is  arriving  over  the 
sensor-instrument  communication  channel  from  the  different  blades 
of  the  wheel  a second,  horizontal  movement  of  the  beam  over  the 
screen  is  provided.  This  movement  is  realized  by  a second  generator 
of  sawtooth  voltage  OR  [DP],  operating  in  the  mode  of  continuous 
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tracking  (Figure  l,b).  Synchronization  of  the  generator  is  realized 
by  yet  another  pulse  sensor  DQ  Eflg],  generating  one  pulse  per  revo- 
lution at  the  moment  that  exciter  0 (pins  or  slots),  located  on  the 
rotor  of  the  turbine,  moves  past  it. 

The  movement  of  the  beam  from  left  to  right  (sector  a)  begins 
after  the  appearance  of  the  pulse  from  sensor  DQ . After  a certain 
time  exciter  k approaches  the  sensor  and  the  row  generator  is 
triggered,  forcing  the  beam  to  shift  in  a vertical  direction  (sec- 
tion b),  forming  the  first  row.  When  the  tip  of  the  blade  passes 
the  sensor  D a mark  appears  on  the  row.  This  mark  fixes  the  po- 
sition  of  the  blade  (point  M)  . Further  the  beam  completes 

the  movement  upward  (sector  c),  returns  to  the  initial  position 
(sector  d)  rapidly,  and  continues  movement  in  a horizontal  position 
(sector  e)  until  the  appearance  of  the  following  pulse  from  sensor 
D^.  Again  the  exciter  k and  the  blade  approach  the  sensors 
and  Dp.  And  again  the  first  row  appears  with  a mark  corresponding 
to  this  blade  and  the  cycle  is  repeated.  Thus  each  row  of  the  image 
on  the  screen  corresponds  to  a specific  blade  of  the  wheel,  and  the 
cor formity  of  the  numbers  of  the  blade  and  the  row  is  determined 
uniquely  by  the  mutual  position  of  the  sensors  Dp  and  Dq  . 

As  a result  the  image  has  the  form  shown  in  Figure  2.  Lined 
drawings  are  made  from  photographs  of  the  screen  of  the  ELURA-3M 
device  in  the  absence  (Fig.  2, a)  and  in  the  presence  (Fig.  2,b)  of 
vibrations  on  the  wheel  of  a compressor  which  has  25  blades.  The 
lines  represented  in  the  drawing  during  photographing  are  usually 
increased  for  improving  the  clarity  of  representation  of  the  marks. 
The  row  of  points  located  above  the  horizontal  scale  are  the  revo- 
lution marks,  realized  by  the  second  beam  of  the  tube.  Based  on  the 
number  of  these  points  on  the  length  of  the  screen  it  is  possible 
to  determine  the  number  of  revolutions  of  the  wheel.  For  conven- 
ience of  interpretation  the  screen  is  equipped  with  horizontal  and 
vertical  scales  with  millimeter  divisions  and  an  image  scale  indi- 
cator (figures  below).  In  the  photograph  (Figure  2,b)  developed 
self-excited  vibrations  of  the  first  form  are  depicted.  The  maxi- 
mum amplitude  in  the  set  (5th  blade  from  the  right)  comprises  +*2  mm, 
while  the  minimum  (10th  blade  from  the  right)  - does  not  exceed 
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Figure  2.  Photographs  from  the  screen  of  the  ELURA-3  device: 
a - no  vibrations;  b - vibrations  present. 

Figures  below  - scale  of  measurement;  lower  row  of  points  - marks 
of  revolutions. 


0.3  mm.  The  shifting  of  the  centers  of  the  bright  lines  is  explained 
by  the  difference  in  the  pitches  of  the  blades  and  the  exciters, 
and  partially  by  the  different  static  deformation  of  the  blades. 

A photograph  of  the  ELURA-3  device  is  given  on  the  first  page 
of  the  cover  of  the  journal. 

The  many  years  of  experience  of  operation  of  a series  of  ELURA-3 
devices  showed  that  this  method  of  measurement  supplements  signifi- 
cantly, and  in  a number  of  cases  even  replaces  strain  gage  measure- 
ment completely,  making  it  possible  not  only  to  measure  the  ampli- 
tude of  shifts  of  blade  tips,  but  also  other  parameters  of  vibra- 
tions . 

Having  both  operating  sensors  D,  and  D in  the  housing  above 

K P 

the  wheel  in  one  plane  of  rotation  (Fig.  3, a),  it  is  possible  to 
measure  the  amplitudes  of  the  speeds  of  the  blade  tips  in  their 
vibratory  motion,  i.e.,  the  product  Af.  This  makes  it  possible  to 
determine  the  frequency  f,  if  amplitudes  A are  measured  in  parallel, 
or  based  on  the  magnitude  of  Af  to  determine  vibration  stresses 
regardless  of  the  form  of  vibration  [2], 

For  measuring  the  amplitude  of  velocity  the  distance  between 
the  sensors  L should  be  somewhat  less  than  the  pitch  of  the  blades 
h (L*0.8  h).  The  blade,  passing  by  the  sensor  D^,  triggers  the 
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figure  3.  Arrangements  for  measuring  the  amplitudes  of  velocities 
(a)  and  mutual  shift ings  (b)  of  blade  tips. 

line  generator  GS,  and,  passing  by  the  sensor  Dp  - the  mark  genera- 
tor GM.  The  time  interval  between  these  events  is  equal  to 

i. 

t<K  ! v ( 6 ) 

where  y - relative  velocity  of  the  blade  tip  in  vibrational  move- 
ment on  the  sector  D,  -D  . 

k p 

When  there  are  no  vibrations  (y=0)  the  blade  passes  the  base  L 
during  each  revolution  in  the  same  time  interval  and  the  mark  appears 
at  the  same  distance  from  the  beginning  of  the  row.  The  image  on 
the  screen  will  have  the  form  shown  in  Figure  2, a.  In  the  case  of 
vibrations  the  blade,  on  different  revolutions  arriving  at  the 
sensors  in  different  phases,  covers  the  base  L in  different  inter- 
vals of  time.  The  marks  appear  at  different  distances  from  the 
beginning  of  the  row,  forming  clear  lines  as  shown  in  Figure  2,b. 

The  length  of  each  bright  line  will  be  proportional  to  the 
difference  between  the  maximum  and  minimum  time  intervals 

I Vf  (thwx  — Tmln)-  ( 7 ) 
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In  the  case  of  vibrations  which  are  close  to  harmonic 


I ^ (.1  sm  2ji//)  | '2:tAf. 


From  expressions  (7)-(9)  we  obtain 


, v/-  L L- 

u„  2.1  A I uK  | 2.i  A I 


Or  with  a calculation  of  expression  (5) 


I 4.1/ Af, 


Thus  the  lengths  of  the  bright  lines  on  the  screen  of  the 
device  are  proportional  to  the  amplitudes  of  the  relative  velocities 
of  vibrations  of  the  blades. 

And,  finally,  for  determining  the  phase  shift  between  the  vi- 
brations of  the  blades  the  sensors  D,  and  D are  hooked  up  to  the 

k p 

device  as  shown  in  Figure  3>b.  Now  the  beginning  of  the  row  cor- 
responds to  the  moment  that  the  blade  with  number  i passes  by  sensor 
Dk,  and  the  appearance  of  the  mark  - to  the  moment  that  the  adjoining 
blade  (i+1)  passes  by  sensor  Dp. 

We  write  the  expression  for  the  time  interval  between  these 


two  events 


.S'  h — L — iii  I Vi. 


where  y^  and  y^+^  - deflections  of  the  blades  with  numbers  i and 
i+1  at  the  moment  they  pass  by  sensors  D,  and  D . 

K p 

Substituting  expression  (12)  into  expression  (1),  we  find  the 
distance  from  the  mark  to  the  beginning  of  the  row 


10. 


X ~ ~ L f Vi . i yj. 


(13) 


When  the  blades  are  not  vibrating  (y1=y2= . . . =yz=0 ) , the  marks 
for  each  revolution  appear  at  the  same  distances  from  the  beginning 
of  the  row,  similar  to  that  depicted  in  Figure  2, a. 

When  the  blades  are  vibrating,  the  marks,  similar  to  that 
depicted  in  Figure  2,b,  are  smeared  in  lines,  the  lengths  of  which 
in  the  case  of  synchronous  vibrations  are  proportional  to  the  am- 
plitudes of  the  mutual  shiftings  of  the  adjacent  blades 

I 

— Mc  YA'\  + 1 1 ^ i 1 1 C0S  » . i H*  (14  ) 


where  4> ± 1+1  - phase  shift  between  vibrations  of  the  i-th  and 

(i+l)-th  blades. 

Having  made  simultaneous  measurements  of  the  amplitudes  of 
shifts  of  each  blade  A2,  ...,  A and  the  amplitudes  of  their 
mutual  shifts  B±  2;  B2  ; . ..Bz  15  it  is  possible  to  determine  the 
phase  shift  between  the  vibrations  of  adjacent  blades,  having  com- 
piled a system  of  z equations  (14). 

Thus  the  discrete-phase  method  makes  it  possible  to  determine 
all  the  parameters  of  vibrations  of  each  blade  of  the  turbine  wheel. 
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